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and/or adding to the information pro-
vided in a request for registration re-
ceived from the Commission. The reg-
istration information must be sub-
mitted to the NRC within 30 days of 
the date of the request for registration 
or as otherwise indicated in the re-
quest. In addition, a general licensee 
holding devices meeting the criteria of 
paragraph (c)(13)(i) of this section is 
subject to the bankruptcy notification 
requirement in § 30.34(h) of this chap-
ter. 

(iii) In registering devices, the gen-
eral licensee shall furnish the following 
information and any other information 
specifically requested by the Commis-
sion— 

(A) Name and mailing address of the 
general licensee. 

(B) Information about each device: 
the manufacturer (or initial trans-
feror), model number, serial number, 
the radioisotope and activity (as indi-
cated on the label). 

(C) Name, title, and telephone num-
ber of the responsible person des-
ignated as a representative of the gen-
eral licensee under paragraph (c)(12) of 
this section. 

(D) Address or location at which the 
device(s) are used and/or stored. For 
portable devices, the address of the pri-
mary place of storage. 

(E) Certification by the responsible 
representative of the general licensee 
that the information concerning the 
device(s) has been verified through a 
physical inventory and checking of 
label information. 

(F) Certification by the responsible 
representative of the general licensee 
that they are aware of the require-
ments of the general license. 

(iv) Persons generally licensed by an 
Agreement State with respect to de-
vices meeting the criteria in paragraph 
(c)(13)(i) of this section are not subject 
to registration requirements if the de-
vices are used in areas subject to NRC 
jurisdiction for a period less than 180 
days in any calendar year. The Com-
mission will not request registration 
information from such licensees. 

(14) Shall report changes to the mail-
ing address for the location of use (in-
cluding change in name of general li-
censee) to the Director, Office of Nu-
clear Material Safety and Safeguards, 

ATTN: GLTS, U.S. Nuclear Regulatory 
Commission, Washington, DC 20555–0001 
within 30 days of the effective date of 
the change. For a portable device, a re-
port of address change is only required 
for a change in the device’s primary 
place of storage. 

(15) May not hold devices that are 
not in use for longer than 2 years. If de-
vices with shutters are not being used, 
the shutter must be locked in the 
closed position. The testing required by 
paragraph (c)(2) of this section need 
not be performed during the period of 
storage only. However, when devices 
are put back into service or transferred 
to another person, and have not been 
tested within the required test inter-
val, they must be tested for leakage be-
fore use or transfer and the shutter 
tested before use. Devices kept in 
standby for future use are excluded 
from the two-year time limit if the 
general licensee performs quarterly 
physical inventories of these devices 
while they are in standby. 

(d) The general license in paragraph 
(a) of this section does not authorize 
the manufacture or import of devices 
containing byproduct material. 

[39 FR 43532, Dec. 16, 1974, as amended at 40 
FR 8785, Mar. 3, 1975; 40 FR 14085, Mar. 28, 
1975; 42 FR 25721, May 19, 1977; 42 FR 28896, 
June 6, 1977; 43 FR 6922, Feb. 17, 1978; 53 FR 
19246, May 27, 1988; 56 FR 23471, May 21, 1991; 
56 FR 61352, Dec. 3, 1991; 58 FR 67659, Dec. 22, 
1993; 64 FR 42275, Aug. 4, 1999; 65 FR 79188, 
Dec. 18, 2000; 68 FR 58804, Oct. 10, 2003; 72 FR 
55926, Oct. 1, 2007; 72 FR 58486, Oct. 16, 2007; 73 
FR 5718, Jan. 31, 2008; 73 FR 42673, July 23, 
2008] 

§ 31.6 General license to install devices 
generally licensed in § 31.5. 

Any person who holds a specific li-
cense issued by an Agreement State 
authorizing the holder to manufacture, 
install, or service a device described in 
§ 31.5 within such Agreement State is 
hereby granted a general license to in-
stall and service such device in any 
non-Agreement State and a general li-
cense to install and service such device 
in offshore waters, as defined in 
§ 150.3(f) of this chapter: Provided, That: 

(a) [Reserved] 
(b) The device has been manufac-

tured, labeled, installed, and serviced 
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in accordance with applicable provi-
sions of the specific license issued to 
such person by the Agreement State. 

(c) Such person assures that any la-
bels required to be affixed to the device 
under regulations of the Agreement 
State which licensed manufacture of 
the device bear a statement that re-
moval of the label is prohibited. 

[30 FR 8189, June 26, 1965, as amended at 30 
FR 10947, Aug. 24, 1965; 39 FR 43533, Dec. 16, 
1974; 46 FR 44151, Sept. 3, 1981] 

§ 31.7 Luminous safety devices for use 
in aircraft. 

(a) A general license is hereby issued 
to own, receive, acquire, possess, and 
use tritium or promethium-147 con-
tained in luminous safety devices for 
use in aircraft, provided each device 
contains not more than 10 curies of 
tritium or 300 millicuries of pro-
methium-147 and that each device has 
been manufactured, assembled or ini-
tially transferred in accordance with a 
license issued under the provisions of 
§ 32.53 of this chapter or manufactured 
or assembled in accordance with a spe-
cific license issued by an Agreement 
State which authorizes manufacture or 
assembly of the device for distribution 
to persons generally licensed by the 
Agreement State. 

(b) Persons who own, receive, ac-
quire, possess or use luminous safety 
devices pursuant to the general license 
in this section are exempt from the re-
quirements of parts 19, 20, and 21, of 
this chapter, except that they shall 
comply with the provisions of §§ 20.2201, 
and 20.2202 of this chapter. 

(c) This general license does not au-
thorize the manufacture, assembly, re-
pair or import of luminous safety de-
vices containing tritium or pro-
methium-147. 

(d) This general license does not au-
thorize the export of luminous safety 
devices containing tritium or pro-
methium-147. 

(e) This general license does not au-
thorize the ownership, receipt, acquisi-
tion, possession or use of promethium- 
147 contained in instrument dials. 

[30 FR 8189, June 26, 1965, as amended at 33 
FR 6463, Apr. 27, 1968; 38 FR 22220, Aug. 17, 
1973; 42 FR 28896, June 6, 1977; 43 FR 6922, 
Feb. 17, 1978; 56 FR 23471, May 21, 1991; 56 FR 
61352, Dec. 3, 1991; 58 FR 67659, Dec. 22, 1993] 

§ 31.8 Americium-241 and radium-226 
in the form of calibration or ref-
erence sources. 

(a) A general license is issued to 
those persons listed in this section to 
own, receive, acquire, possess, use, and 
transfer, in accordance with the provi-
sions of paragraphs (b) and (c) of this 
section, americium-241 or radium-226 in 
the form of calibration or reference 
sources: 

(1) Any person in a non-Agreement 
State who holds a specific license 
issued under this chapter which au-
thorizes receipt, possession, use, and 
transfer of byproduct material, source 
material, or special nuclear material; 
and 

(2) Any Government agency, as de-
fined in § 30.4 of this chapter, which 
holds a specific license issued under 
this chapter which authorizes it to re-
ceive, possess, use, and transfer by-
product material, source material, or 
special nuclear material. 

(b) The general license in paragraph 
(a) of this section applies only to cali-
bration or reference sources which 
have been manufactured or initially 
transferred in accordance with the 
specifications contained in a specific li-
cense issued under § 32.57 of this chap-
ter or in accordance with the specifica-
tions contained in a specific license 
issued to the manufacturer by an 
Agreement State which authorizes 
manufacture of the sources for dis-
tribution to persons generally licensed 
by the Agreement State, or in accord-
ance with a specific license issued by a 
State with comparable provisions to 
§ 32.57. 

(c) The general license in paragraph 
(a) of this section is subject to the pro-
visions of §§ 30.14(d), 30.34 (a) to (e), and 
30.50 to 30.63 of this chapter, and to the 
provisions of parts 19, 20, and 21, of this 
chapter. In addition, persons who own, 
receive, acquire, possess, use, and 
transfer one or more calibration or ref-
erence sources under this general li-
cense: 

(1) Shall not possess at any one time, 
at any one location of storage or use, 
more than 0.185 megabecquerel (5 
microcuries) of americium-241 or 0.185 
megabecquerel (5 microcuries) of ra-
dium-226 in such sources; 
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